RECEIVED

STATE PUBLIC HEALTH LABORATORY
By Carol Day at 1208 pm, Oc; 31, 2013

MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVIGES
ALCO-SENSOR IV WITH PRINTER MAINTENANCE REPORT {

Complele lhis repori in duplicate at the time of the regular monthly preventative mainienance check, and whenever instrument is repaired.
Send copy to Department of Health and Senior Services; retain original in department file, -

ALCO SENSOR 1V SN PRINTER SN DATE OF INSPECTION
092835 071.3383.132 10/31/2013
LOCATION OF INSTRUMENT {STREET AND CITY) TIME OF INSPECTION
9:01 am

4525 Downs Drive St. Joseph, MO 64507
CHECKLIST: Place a mark in the box by each item if found to be satisfactary or if operaling within established fimits. {(Write in observed val-
ues where determined.) Unmarked flems must be corrected before using inslrument.

[¥] DIGITAL READOUT (ALL ELEMENTS OPERATIONAL)

[/l TEMPERATURE OF ALCO SENSOR (10°C - 40°C)

EZ] PRINTER WORKING PROPERLY

[Zi TIME AND DATE DISPLAYING PROPERLY
BREATH ALCOHOL ACCURACY STANDARDS

/] SIMULATOR SOLUTION [] COMPRESSED ETHANOL-GAS MIXTURE

[l stanparD suppLIER RepCo Marketing Inc. LoT # 12001 gxp. paTe 04/02/2014

/] SIMULATOR TEMPERATURE (34°C + 0.2°C) 34 SIMULATOR SN 3506 SIMULATOR EXP DATE _12/19/2013

V1 CALIBRATION GHECK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
Run three tests using a standard solution, Al three tests musl be within +5% of the slandard value and must have a spread of .005 or
less. Check the box corresponding lo the standard solution being used. (PRINTOUT ATTACHED)
% 0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0.076% and 0.084% INCLUSIVE
D 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCGLUSIVE

TEST 1= 400 TEST 2= 400 TEST3 = 100

[/} RFi DETECTOR OPERATING

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
{DO NOT INCLUDE SELF-ADMINISTERED TESTS)

Rerusals 0 Jo4 O Jroso9 O o140 pese19) O lover.g) O

List any new parts and describe any alteration or modification that was made to restore the instrument to operate salisfactorily and within
established limits (use olher side if necessary).

INSTRUMENT IS OPERATING WITHIN THE LIMITS SET FORTH BY THE MISSOURI DEPARTMENT OF HEALTH AND
SENIOR SERVIGES. SOLUTION PROVIDED BY REPCO MARKETING INGC. .100 SOLUTION, LOT#12001 EXPIRES
04/02/2014. INSTRUMENT WAS RECALIBRATED TO THE .100 STANDARD ON THIS DATE. LAST CALIBRATION WAS

FROM THE FACTORY ON 04/10/2012.

mewmsnEC / PRINT NAME
» R F g JAMES BENCH
TYFE || PERKIT KUMBFRVEXPIRATICN DATE TELEPHONE NUMBER
220563 02/21/2014 (816) 271-4438
Breath Alcohol Program, MO Department of Health and Senior Services, Scutheast District Office

2875 James Boulevard
Peplar-Biuff, MO 63901

MO §80-1351 (6-10} AN EGUAL CPPORTUNITY/AFFIRMATIVE ACTICN EMPLOYER
$atvices prenided on a nongisanminatery tasis

Return completed report to the:

LAB-114




. REPCO MARKETING INC.

3101-1828 STONYEROOK DRIVE
RALEIGH, N.C. 27604
219-876-8480

CERTIFICATE OQF ANALYSIS

MANUFACTURER AND SUPPLIER: RepCo Marketing, Inc.

LOT NUMBER: 12001
EXPIRATION DATE: April 2, 2014 at 11:59 p.m.

RepCo Marketing, Inc. certifies the following:
RepCo Marketing, Inc. manufactured, tested and supplied Lot
Number 12001  of Alcohol Certified Solution for simulators. Random

samples of said lot number were analyzed by an independent laboratory

utilizing a gas chromatograph and found to contain __.1205 gms/dl +/-
.003 gms/dl wi/vol ethanol (95% Confidence).

The alcohol and distilled water used in the solution were found to be
free of any interferring substance.

This solution will produce a vapor alcohol value of ml_{_)_(}__ +/-3%
gms/210L Breath when beated to 34 Degrees Celsius +/-0.2 Degrees Celsius

in a simulator {(95% Confidence).
The date of manufacture for this lot number is_April 3, 20132,

The expiration date for this lot number is April 2, 2014

at 11:59 p.m.
This document is a true representation of the original Certificate of

» zgw@jt,\«djw@ g

Cecil B, Garner, President
RepCo Marketing, Inc.

Analysis.

Form RM 02
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State of Missouri
DEPARTMENT OF HEALTH

ERMIT
TYPE Ii

JAMES BENCH

is hereby authorized to Instruct and supervise operators, traln instructors, inspect,
calibrate, perform field repairs, and operate the following breath analyzer(s):

ALCO-SENSOR IV W/PRINTER

for the determination of the alcoholic content of blood from a sample of expired (alveolar)
air, Issued under the provisions of sections 577.020 through 577.041, RSMo 1986.

l/\.,g '—‘":’__j
oo 0202172012 s ST,
N 220053 Director of State Public Heaith Laboratory
Number .
G Sy i
,//éfm,/ ., ,};f:/{g;

Explres 02/2 1/201 4

Director, Depariment of Heallh

MO 580-0771 {7-88) Leb, 4 {A7-88)




